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取扱説明書

Instruction
Manual

モデル表面に印刷物などが直接触れないよう

にしてください。

樹脂表面にインクが吸収されて消えなくなります。

Don’t mark on the model and other components 
with pen or leave printed materials contacted on 
their surface. 
Ink marks on the models will be irremovable.

Caution

Epidural Anesthesia Simulator
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Connect the puncture block to the syringe
Fill water in the Block

Connect the block to the drain pouch

Set the block in the model
Set the body position
Ready
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Features

This Epidural Anesthesia Simulator has been developed for the training of medical professionals only. 
Any other use, or any use not in accordance with the enclosed instructions, is strongly discouraged. 
The manufacturer cannot be held responsible for any accident or damage resulting from such use.
Please use this model carefully and refrain from subjecting to any unnecessary stress or wear.
Should you have any questions on this simulator, please feel free to contact our distributor in your area 
or KYOTO KAGAKU at any time. (Our contact address is on the back cover of this manual) 

・
・
・

・

●

Both left and right lateral position are possible.
 ・The model can also be used in spinal tap training at the lumber area.
 

・Both paramedian and median approaches are possible.
 

Anatomically correct spinal column covering from T7 to L5.
Land marks for palpation: IC, angulus inferior scapulae and spinous process.
True-to-life resistance and “pop” felt through the needles.

Manufacturer s note

‘
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Set Includes

Product Code Part Name

Puncture block with 
Drain pouch            a set of 2 
 

Before your first use, ensure that you have all components listed below.

Consumables 
and 

replacement
parts

Handle the manikin and the components with 
care. Talcum powder may be used on the manikin 
after use to preserve suppleness of the skin and 
prevent  it from being stained.
Storage in a dark, cool space will help prevent the 
skin colours from fading.
The manikin skin may be cleaned with a wet cloth,
if neccessary, using mildly soapy water or diluted 
detergent.

Do not let ink from pens, newspapers, this manual  
or other sources come in contact with the manikin, 
as they cannot be cleaned o� the manikin skin.
Never use ethanol or organic solvent like paint 
thinner to clean the skin, as this will dameage the 
simulator.

DOs DON’Ts

DOs and DON’Ts

Before You Start Set includes／Dos and Don’t’s

a

a

e

e

b

b b

b

bb

cc

c

d

d

11382-010

Life Size Unisex Torso                       1 piece
Puncture Block                                  5 pieces
Drain Pouch                                        5 pieces

Supporting Stand                             1 piece
Syringe （50ml）                                  1 piece

・・・・・・・・・・・・・

・・・・・・・・・・・

・・・・・・・ ・・・・・・・・・

・・・・・・・・・・・
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Before Training Before Training

2

１

3

1) Fill the syringe with water.

Fill the block with water 

2) Hold the block upright with the 
     open end of the tube upwards.

1) Open the clamp on the tube.

3) Push in the piston of the syringe
     and �ll the blockwith water
     (approx.25cc).

4) When the water surfase reaches
     above the clamp, close the clamp
     �rmly.

5) Unscrew the syringe.

Open the clamp

Close the clamp

Connect the puncture block to the drain pouch

1) Ensure that the drain pouch is empty.

2) Connect the tip of the syringe to the connector 
     at the end of the block by screwing it clockwise. 

Connect the puncture block to the syringe

clamp

puncture 
block

puncture 
block

2) Hold the side tube of the puncture block and 
     connect it to  the connecter of the drain pouch .
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Before Training Before Training

5

4

6

Set the block in the model

Set the body position

Ready

Supporting stand

torso model

Put the block into the pit on the model so that 
the tube with clamp comes to the headside of 
the torso .

Set the supporting stand on the head side of the 
torso to keep it at (right or left) lateral position. 

drain pouch


























