


PH-9 Multi Slice CT Phantoms
Set of the phantoms to assess the performance of Multi-detector CT.

1. Set Includes:
① Low Contrast Phantom

The phantom features contrast targets in sphere in cylinder shape.
Applicable both for axial and helical scanning.

② High Contrast Phantom
The phantom features contrast targets in sphere in cylinder shape.
Applicable both for axial and helical scanning. 

③ Micro Disc Phantom
For measurement of slice thickness in helical scanning.
(The optional attachment is required to be used for assessment in axial scanning.)  

④ Low Contrast and CTDI Phantom
For simultaneous evaluation of effective energy and low contrast resolution.. 

⑤ Ellipse Absorber
Representing human torso.

⑥ Holding fixture for the phantoms
*Type may vary depending on your order.

Phantoms are to be scanned using standard setting and protocols of the relevant facility.



2. Low Contrast Phantom (Quality assurance for abdominal CT images)
1) Evaluation Items

a) Variation in the contrast resolution among different scanners.
b) Variation in the contrast resolution of the different x-ray beam widths and of the different

delivery speeds of the beds.
c) Variation in the contrast resolution of the slice sensitivity profile (SSP) with the rectangular

geometry collapse.
d) Numeric evaluation by the contrast noise ratio (CNR)

2) Features
Sphere and cylinder shape targets in each three different HU numbers and four different

diameters are embedded in the soft tissue substitute phantom (50 HU).
<Size>
Diameter 200 mm, Length 180 mm
Embedded Sphere and Cylinder

3, 5, 7, 10mm dia.,   55, 60, 65HU
Spheres are arrayed on A-A cross section. 

<Fig.1>
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3) Set-up
a) Set the phantom to the center of the gantry, using the adjusting holder.
b) Shoot for the positioning and align the phantom with the axis of the scanner. 
c) Four metal lines are embedded at the base of the phantom as positioning   

guides (Fig 2).  Scan this area with a thin single slice to confirm positioning. 
When all four metal lines fully appear in the image, positioning is done correctly  
(Fig 3).
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<Fig.2> Lateral View

<Fig.3>

Correct Positioning
Four lines are the same length.

The phantom is tiled.
Length of the four lines is uneven.

4) Evaluation
Measure the size of smallest targets that can be visualized, adjusting the window width 
and the window level for the optimal visibility.
Visual evaluation is to be conducted by two or more people.



3. High Contrast Phantom （for imaging of lung field)
1) Evaluation Items

a) The variation in the contrast resolution among different scanners.
b) The variation in the contrast resolution of the different x-ray beam widths and of the 

different delivery speeds of the beds.  
c) The variation in the contrast resolution of the slice sensitivity profile with the rectangular 

geometry collapse.
d) The variation in the shape of artifacts. 

2) Features
Sphere and cylinder shape targets with five different diameters are embedded in the lung 

tissue substitute phantom..
<Size>
Diameter 200 mm, Length 125 mm
Embedded Sphere and Cylinder  
2, 3, 5, 7, 10mm  dia.,   50 HU

Spheres are arrayed on the central section of the phantom.

Fig.4



3) Set-up
a) Set the phantom to the center of the gantry, using the adjusting holder.
b) Shoot for the positioning and align the phantom with the axis of the scanner. 
c) Four metal beads are embedded on the section at 40mm from the center as positioning 

guides (Fig 5).  Scan this area with a thin single slice to confirm positioning. 
When all four metal beads fully appear in the image, positioning is done correctly  
(Fig 6).

40㎜

Four positioning beads are embedded on this 
section

Holder
(type may 
vary)

Phantom

【Fig.5】 Lateral view

【Fig.6】

Correct positioning
All four beads are visualized

The phantom is tilted.
Four beads cannot be visualized on  
one  section.

･



4) Evaluation
Measure the size of smallest targets that can be visualized, adjusting the window width and the 
window level for the optimal visibility.
Assess the variation of shape of artifacts with different X beam widths, different delivery speed of 
the bed as well as shape of targets.
Visual evaluation is to be conducted by two or more people.

GOOD BAD

Artifacts caused by inappropriate 
combination of the slice widths and the 
delivery speed of the bed.



Micro Disc Phantom （for helical scanning）

1) Evaluation items
a) The variation in SSP shape between among different scanners.
b) The variation in SSP shape by the different x-ray beam widths and of the different 

delivery speeds of the bed. 
c) Relation between SSP and effective slice width.

2) Features
Tungsten micro disc is embedded in the tissue equivalent phantom.

Tissue equivalent phantom: 40mm dia. X  130mm
Tungsten micro disc: 1.00mm dia. X  0.05mm

【Fig.7】

Micro Disc (Tungsten. 1mm dia. x 0..05mm)



To position the phantom so that the disc is parallel to the beam is essential.
Verify that two central slices visualize the micro disc fully and that disc in the two images are of 
identical shape.
Align the phantom till such images are acquired.

3) Set-up
a) Set the phantom to the center of the gantry, using the adjusting holder.
b) Using scout view align the phantom with the axis of the scanner. 
c)  Axial scan the central part of the phantom and verify that the micro disc is in the center. 

If the disc is not in the center, reposition the phantom. 
d) Axial scan around the area of the micro disc with the thinnest slice and slowest speed of  

the delivery of the bed.
e) Define the position of the bed where the highest HU number of the disc is obtained, as 

reference position (zero position).



Micro disc

【Fig.8】

4) Evaluation
Helical scan the phantom and measure SSPz.
Variation of HU of the micro disc is proportional to the variation of SSP when the disc 

moves through the thin sections.
SSP graph can be obtained by mapping measured HU value of the disc on each section 

according to the distance from zero position.
Make the graph as X=HU value of the disc and Y= position of the bed.
(Excel will facilitate the task.)

Effective slice thickness is defined as FWHM of SSP.

HU

Position of Bed



table HU table HU

0 -20.25 3 123.34

0.1 -20.27 3.1 132.87

0.2 -20.34 3.2 135.97

0.3 -20.34 3.3 133.44

0.4 -20.29 3.4 125.39

0.5 -20.19 3.5 112

0.6 -20.23 3.6 95.85

0.7 -20.14 3.7 75.22

0.8 -20.04 3.8 53.03

0.9 -19.98 3.9 31.84

1 -19.93 4 15.25

1.1 -19.77 4.1 1.72

1.2 -19.53 4.2 -9.27

1.3 -19.28 4.3 -16.07

1.4 -19.02 4.4 -18.8

1.5 -18.71 4.5 -19.86

1.6 -18.35 4.6 -20.26

1.7 -18.07 4.7 -20.48

1.8 -17.71 4.8 -20.61

1.9 -17.34 4.9 -20.71

2 -16.7 5 -20.71

2.1 -14.96 5.1 -20.71

2.2 -9.64 5.2 -20.71

2.3 -0.73 5.3 -20.71

2.4 12.69 5.4 -20.71

2.5 28.04 5.5 -20.71

2.6 48.32 5.6 -20.71

2.7 70.46 5.7 -20.71

2.8 90.55 5.8 -20.71

2.9 108.74 5.9 -20.71

3 123.34 6 -20.71
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【Example of SSPz graph】


Graph1

		0		0		0

		0.1		0.1		0.1

		0.2		0.2		0.2

		0.3		0.3		0.3

		0.4		0.4		0.4

		0.5		0.5		0.5

		0.6		0.6		0.6

		0.7		0.7		0.7

		0.8		0.8		0.8

		0.9		0.9		0.9

		1		1		1

		1.1		1.1		1.1

		1.2		1.2		1.2

		1.3		1.3		1.3

		1.4		1.4		1.4

		1.5		1.5		1.5

		1.6		1.6		1.6

		1.7		1.7		1.7

		1.8		1.8		1.8

		1.9		1.9		1.9

		2		2		2

		2.1		2.1		2.1

		2.2		2.2		2.2

		2.3		2.3		2.3

		2.4		2.4		2.4

		2.5		2.5		2.5

		2.6		2.6		2.6

		2.7		2.7		2.7

		2.8		2.8		2.8

		2.9		2.9		2.9

		3		3		3

		3.1		3.1		3.1

		3.2		3.2		3.2

		3.3		3.3		3.3

		3.4		3.4		3.4

		3.5		3.5		3.5

		3.6		3.6		3.6

		3.7		3.7		3.7

		3.8		3.8		3.8

		3.9		3.9		3.9

		4		4		4

		4.1		4.1		4.1

		4.2		4.2		4.2

		4.3		4.3		4.3

		4.4		4.4		4.4

		4.5		4.5		4.5

		4.6		4.6		4.6

		4.7		4.7		4.7

		4.8		4.8		4.8

		4.9		4.9		4.9

		5		5		5

		5.1		5.1		5.1

		5.2		5.2		5.2

		5.3		5.3		5.3

		5.4		5.4		5.4

		5.5		5.5		5.5

		5.6		5.6		5.6

		5.7		5.7		5.7

		5.8		5.8		5.8

		5.9		5.9		5.9

		6		6		6



tu

Sheet1!#REF!

Sheet1!#REF!

table

HU

SSPz

-20.25

1

1

-20.27

-20.34

-20.34

-20.29

-20.19

-20.23

-20.14

-20.04

-19.98

-19.93

-19.77

-19.53

-19.28

-19.02

-18.71

-18.35

-18.07

-17.71

-17.34

-16.7

-14.96

-9.64

-0.73

12.69

28.04

48.32

70.46

90.55

108.74

123.34

132.87

135.97

133.44

125.39

112

95.85

75.22

53.03

31.84

15.25

1.72

-9.27

-16.07

-18.8

-19.86

-20.26

-20.48

-20.61

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71

-20.71



Graph2

		-0.0021799064		-0.0023315326		-0.0025567274

		-0.0021799064		-0.0026727324		-0.0006391818

		-0.0018593319		-0.0032413989		0.0005113455

		-0.001218183		-0.0033551322		0.0019814637

		-0.0014746426		-0.0027295991		0.0028763183

		-0.0008976085		-0.001933466		0.0032598274

		-0.0002564596		-0.001137333		0.0028124001

		0.0001282298		-0.0001137333		0.0024928092

		0.0004488043		0.0015353995		0.0024928092

		0.0014746426		0.0036394655		0.0035155002

		0.0030134		0.0054023315		0.0045381911

		0.0046162724		0.007904464		0.0056887184

		0.0062832596		0.0106340631		0.0075423458

		0.0082708213		0.0126243958		0.0096516459

		0.0105789575		0.0137617287		0.012464046

		0.0123741745		0.0147853284		0.0154682007

		0.0146823107		0.0163775945		0.0191754554

		0.0170545618		0.0189934603		0.0228827101

		0.021157915		0.0228603924		0.0287631831

		0.0323139065		0.0328120557		0.0435282838

		0.0664230301		0.0638043787		0.0823266219

		0.1235494005		0.1192493603		0.1388302972

		0.2095915881		0.1956781348		0.222499201

		0.3080079502		0.2945692351		0.3271332694

		0.4380329551		0.4164344612		0.4520294024

		0.5799833301		0.553994882		0.585107063

		0.708790152		0.6818879727		0.7205496964

		0.8254151439		0.8032982656		0.8315755833

		0.919022889		0.9015638328		0.9164589326

		0.9801243829		0.9700312767		0.9796100991

		1		1		1

		0.9837789318		0.9882854706		0.9790348354

		0.9321664423		0.9362524879		0.9265580058

		0.8463165993		0.8568097811		0.8449344839

		0.7427710457		0.7547341484		0.735634388

		0.6105020196		0.6253056582		0.6009587728

		0.4682310701		0.482968439		0.4697347395

		0.3323716099		0.3514358829		0.3408756791

		0.226005001		0.2449246517		0.2324704378

		0.1392575495		0.1490474837		0.1427293065

		0.0687952811		0.083139039		0.0812400128

		0.0251971533		0.0378731874		0.0360498562

		0.0076937873		0.0184247939		0.0187919463

		0.0008976085		0.0106340631		0.0131671461

		-0.0016669872		0.0078475974		0.0111217641

		-0.0030775149		0.0064827978		0.0089485459

		-0.0039110085		0.0060847313		0.006903164

		-0.0045521575		0.0050611316		0.0042825184

		-0.004808617		0.0041512653		0.0011505273

		-0.0049368468		0.0035825988		-0.0022371365

		-0.0044239277		0.0043787319		-0.0039629275

		-0.0043598128		0.0055729315		-0.0053052093

		-0.0052574213		0.0064259312		-0.0054330457

		-0.007244983		0.0067102644		-0.0051134548

		-0.0092325447		0.0067102644		-0.004154682

		-0.0105789575		0.0053454649		-0.0033876638

		-0.0117971405		0.0042649986		-0.0029402365

		-0.0127588639		0.0025589991		-0.001725791

		-0.0128870937		0.0010235997		-0.0008309364

		-0.0123741745		0.0001705999		-0.0000639182

		-0.0109636469		-0.0003980665		0.0003195909



tu

gold

gold+AC



Sheet1

		table		tu				tu		gold		gold+AC		tu		gold		gold+AC		tu		gold		gold+AC

		0		-20.25				-20.34		-21.37		107.6		-20.34		-21.41		-12.4		-0.0021799064		-0.0023315326		-0.0025567274		-0.34		-0.41		-0.4

		0.1		-20.27				-20.34		-21.45		107.9		-20.34		-21.47		-12.1		-0.0021799064		-0.0026727324		-0.0006391818		-0.34		-0.47		-0.1
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		1		-19.93				-19.53		-20.73		108.71		-19.53		-20.05		-11.29		0.0030134		0.0054023315		0.0045381911		0.47		0.95		0.71

		1.1		-19.77				-19.28		-20.36		108.89		-19.28		-19.61		-11.11		0.0046162724		0.007904464		0.0056887184		0.72		1.39		0.89

		1.2		-19.53				-19.02		-20.05		109.18		-19.02		-19.13		-10.82		0.0062832596		0.0106340631		0.0075423458		0.98		1.87		1.18

		1.3		-19.28				-18.71		-19.61		109.51		-18.71		-18.78		-10.49		0.0082708213		0.0126243958		0.0096516459		1.29		2.22		1.51

		1.4		-19.02				-18.35		-19.13		109.95		-18.35		-18.58		-10.05		0.0105789575		0.0137617287		0.012464046		1.65		2.42		1.95

		1.5		-18.71				-18.07		-18.78		110.42		-18.07		-18.4		-9.58		0.0123741745		0.0147853284		0.0154682007		1.93		2.6		2.42

		1.6		-18.35				-17.71		-18.58		111		-17.71		-18.12		-9		0.0146823107		0.0163775945		0.0191754554		2.29		2.88		3

		1.7		-18.07				-17.34		-18.4		111.58		-17.34		-17.66		-8.42		0.0170545618		0.0189934603		0.0228827101		2.66		3.34		3.58

		1.8		-17.71				-16.7		-18.12		112.5		-16.7		-16.98		-7.5		0.021157915		0.0228603924		0.0287631831		3.3		4.02		4.5

		1.9		-17.34				-14.96		-17.66		114.81		-14.96		-15.23		-5.19		0.0323139065		0.0328120557		0.0435282838		5.04		5.77		6.81

		2		-16.7				-9.64		-16.98		120.88		-9.64		-9.78		0.88		0.0664230301		0.0638043787		0.0823266219		10.36		11.22		12.88

		2.1		-14.96				-0.73		-15.23		129.72		-0.73		-0.03		9.72		0.1235494005		0.1192493603		0.1388302972		19.27		20.97		21.72

		2.2		-9.64				12.69		-9.78		142.81		12.69		13.41		22.81		0.2095915881		0.1956781348		0.222499201		32.69		34.41		34.81

		2.3		-0.73				28.04		-0.03		159.18		28.04		30.8		39.18		0.3080079502		0.2945692351		0.3271332694		48.04		51.8		51.18

		2.4		12.69				48.32		13.41		178.72		48.32		52.23		58.72		0.4380329551		0.4164344612		0.4520294024		68.32		73.23		70.72

		2.5		28.04				70.46		30.8		199.54		70.46		76.42		79.54		0.5799833301		0.553994882		0.585107063		90.46		97.42		91.54

		2.6		48.32				90.55		52.23		220.73		90.55		98.91		100.73		0.708790152		0.6818879727		0.7205496964		110.55		119.91		112.73

		2.7		70.46				108.74		76.42		238.1		108.74		120.26		118.1		0.8254151439		0.8032982656		0.8315755833		128.74		141.26		130.1

		2.8		90.55				123.34		98.91		251.38		123.34		137.54		131.38		0.919022889		0.9015638328		0.9164589326		143.34		158.54		143.38

		2.9		108.74				132.87		120.26		261.26		132.87		149.58		141.26		0.9801243829		0.9700312767		0.9796100991		152.87		170.58		153.26

		3		123.34				135.97		137.54		264.45		135.97		154.85		144.45		1		1		1		155.97		175.85		156.45

		3.1		132.87				133.44		149.58		261.17		133.44		152.79		141.17		0.9837789318		0.9882854706		0.9790348354		153.44		173.79		153.17

		3.2		135.97				125.39		154.85		252.96		125.39		143.64		132.96		0.9321664423		0.9362524879		0.9265580058		145.39		164.64		144.96

		3.3		133.44				112		152.79		240.19		112		129.67		120.19		0.8463165993		0.8568097811		0.8449344839		132		150.67		132.19

		3.4		125.39				95.85		143.64		223.09		95.85		111.72		103.09		0.7427710457		0.7547341484		0.735634388		115.85		132.72		115.09

		3.5		112				75.22		129.67		202.02		75.22		88.96		82.02		0.6105020196		0.6253056582		0.6009587728		95.22		109.96		94.02

		3.6		95.85				53.03		111.72		181.49		53.03		63.93		61.49		0.4682310701		0.482968439		0.4697347395		73.03		84.93		73.49

		3.7		75.22				31.84		88.96		161.33		31.84		40.8		41.33		0.3323716099		0.3514358829		0.3408756791		51.84		61.8		53.33

		3.8		53.03				15.25		63.93		144.37		15.25		22.07		24.37		0.226005001		0.2449246517		0.2324704378		35.25		43.07		36.37

		3.9		31.84				1.72		40.8		130.33		1.72		5.21		10.33		0.1392575495		0.1490474837		0.1427293065		21.72		26.21		22.33

		4		15.25				-9.27		22.07		120.71		-9.27		-6.38		0.71		0.0687952811		0.083139039		0.0812400128		10.73		14.62		12.71

		4.1		1.72				-16.07		5.21		113.64		-16.07		-14.34		-6.36		0.0251971533		0.0378731874		0.0360498562		3.93		6.66		5.64

		4.2		-9.27				-18.8		-6.38		110.94		-18.8		-17.76		-9.06		0.0076937873		0.0184247939		0.0187919463		1.2		3.24		2.94

		4.3		-16.07				-19.86		-14.34		110.06		-19.86		-19.13		-9.94		0.0008976085		0.0106340631		0.0131671461		0.14		1.87		2.06

		4.4		-18.8				-20.26		-17.76		109.74		-20.26		-19.62		-10.26		-0.0016669872		0.0078475974		0.0111217641		-0.26		1.38		1.74

		4.5		-19.86				-20.48		-19.13		109.4		-20.48		-19.86		-10.6		-0.0030775149		0.0064827978		0.0089485459		-0.48		1.14		1.4

		4.6		-20.26				-20.61		-19.62		109.08		-20.61		-19.93		-10.92		-0.0039110085		0.0060847313		0.006903164		-0.61		1.07		1.08

		4.7		-20.48				-20.71		-19.86		108.67		-20.71		-20.11		-11.33		-0.0045521575		0.0050611316		0.0042825184		-0.71		0.89		0.67

		4.8		-20.61				-20.75		-19.93		108.18		-20.75		-20.27		-11.82		-0.004808617		0.0041512653		0.0011505273		-0.75		0.73		0.18

		4.9		-20.71				-20.77		-20.11		107.65		-20.77		-20.37		-12.35		-0.0049368468		0.0035825988		-0.0022371365		-0.77		0.63		-0.35

		5		-20.71				-20.69		-20.27		107.38		-20.69		-20.23		-12.62		-0.0044239277		0.0043787319		-0.0039629275		-0.69		0.77		-0.62

		5.1		-20.71				-20.68		-20.37		107.17		-20.68		-20.02		-12.83		-0.0043598128		0.0055729315		-0.0053052093		-0.68		0.98		-0.83

		5.2		-20.71				-20.82		-20.23		107.15		-20.82		-19.87		-12.85		-0.0052574213		0.0064259312		-0.0054330457		-0.82		1.13		-0.85

		5.3		-20.71				-21.13		-20.02		107.2		-21.13		-19.82		-12.8		-0.007244983		0.0067102644		-0.0051134548		-1.13		1.18		-0.8

		5.4		-20.71				-21.44		-19.87		107.35		-21.44		-19.82		-12.65		-0.0092325447		0.0067102644		-0.004154682		-1.44		1.18		-0.65

		5.5		-20.71				-21.65		-19.82		107.47		-21.65		-20.06		-12.53		-0.0105789575		0.0053454649		-0.0033876638		-1.65		0.94		-0.53

		5.6		-20.71				-21.84		-19.82		107.54		-21.84		-20.25		-12.46		-0.0117971405		0.0042649986		-0.0029402365		-1.84		0.75		-0.46

		5.7		-20.71				-21.99		-20.06		107.73		-21.99		-20.55		-12.27		-0.0127588639		0.0025589991		-0.001725791		-1.99		0.45		-0.27

		5.8		-20.71				-22.01		-20.25		107.87		-22.01		-20.82		-12.13		-0.0128870937		0.0010235997		-0.0008309364		-2.01		0.18		-0.13

		5.9		-20.71				-21.93		-20.55		107.99		-21.93		-20.97		-12.01		-0.0123741745		0.0001705999		-0.0000639182		-1.93		0.03		-0.01

		6		-20.71				-21.71		-20.82		108.05		-21.71		-21.07		-11.95		-0.0109636469		-0.0003980665		0.0003195909		-1.71		-0.07		0.05
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5. Low Contrast and CTDI Phantom and Ellipse Absorber
1) Evaluation items

a) Coinstantaneous evaluation in the contrast resolution and the effective energy.
b) Evaluation in Beam-hardening effect using ellipse absorber which simulates human body.

2) Features
A. Dose Measurement Phantom
Three dosimeter holes are located in the soft tissue substitute phantom (HU 50)
Spheres (8mm dia.) and cylinders (8mm dia. ,20mm long) targets with each 3 different HU value 
are embedded.

HU of the targets: 55, 60 and 65      
Phantom size:  200mm dia. X  180mm

B. Ellipse Absorber
Two dosimeter holes located in the soft tissue substitute phantom.
Phantom size: short axis 330mm / major axis 220mm X length 185mm
Ellipse Absorber can accommodate the low contrast and CTDI phantom.

A. Low Contrast and CTDI Phantom              B. Ellipse Absorber



ベース部分

CT値 50相当

Ａ）

Ｂ）

<Fig.10>

Sphere 
60HU

Sphere 
65HU

A-A section Back ground 
50HU

Cylinder 
65HU

Cylinder  60HU

Cylinder 
55HU

Sphere 
65HU

Sphere 
60HU

Sphere 
55HU

Sphere 
55HU

Hole 13 dia.

Hole 13 dia.

Hole 13 dia.

Hole 13 dia.
Back ground 
50HU



3) Set-up
a) Set the phantom to the center of the gantry, using the adjusting holder.
b) Shoot for the positioning and align the phantom with the axis of the scanner. 
c) Four metal lines are embedded at the base of the phantom as positioning 

guides (Fig 11).  Scan this area with a thin single slice to confirm positioning. 
When all four metal line fully appear in the image, positioning is done correctly  
(Fig 6).

d) Plug the empty dosimeter holes with enclosed cylinders.

５㎜

Positioning guide

Phantom

Holder
(type may 
vary)

【Fig.11】 Lateral View

【Fig.12】

Correct Positioning
Four lines are the same length.

The phantom is tilted.
The length of four lines is uneven.



4. Evaluation
Coinstantaneous evaluation of radiation dose and the contrast resolution.
When 8mm dia. targets visualized as:

: up to 0.15% contrast ratio is differentiated （difference: 15HU）

: up to 0.10% contrast ratio is differentiated (difference:10HU)

: up to 0.05% contrast ratio is differentiated (difference: 5HU)

Employ the ellipse absorber as needed.



Angle adjustment holder (type may vary)

If your phantom have the holder shown below, angle of the phantom can be adjusted using two 
screws

Top View

The screw below the phantom is to adjust vertical angle.

Lateral View



Disclaimer

Phantom may contain small amount of air babbles. This is due to the
characteristics of the material and is not regarded as product defect.

Bonding Plane

Lines of bonding plane may be recognized in the scanning image of Low
Contrast Phantom and also Low Contrast and CTDI Phantom.
This is because the phantom material is cured in several steps in order to embed
the targets in place. The lines are seen at 10mm distance from the section of the
sphere targets, and also between this line and each sphere target.

!

!
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